given.

Introduction
Expenditure on health services in the U.S. is currently at the rate of
$1 billion per day. As a percentage of gross national product (GNP),
medical care expenditures have risen from 5% in 1960 to 10.5% in
1984. Because of this. in recent years government officials have
predicted that the present rate of escalating costs will bankrupt the
Medicare system by 1990. Many difficult health policy decisions
obviously lie ahead and it is clear that fundamental reform of the US
health care system, and not just a minor adjustment of its parts, must
become a national priority.
Within this context, I would like to propose that electrodermal
diagnosis of human body systems holds the promise of being a much
faster, much cheaper and perhaps a more accurate early method
of body diagnosis than the present chemical analytic methods. Of
Dr. William A. Tiller is Professor. Department of Materials Science and Engineering.
Stanford University. Stanford. California.
41

KH988 Human Sciences Press

course, at the moment, much research needs to be carried out to
provide the mapping transforms between the electrical signatures
determined by electrodermal measurements and the chemical pat
terns associated with various medical syndromes or health path
ologies.
At this point one might well ask, "What do I mean by electro
dermal diagnostic measurements?" In response, I would say that this
involves placing electrodes at various locations on the skin of the
body, applying a fixed voltage or electrical current between electrode
pairs for a specific amount of time and recording the response of the
body to this stimulus in the form of a current or voltage, respectively,
as a function of time. Analysis of these response magnitudes and
patterns is thought to be directly related to the state of function of
the various organs and body systems. Electrodermal studies of hu
man skin have been carried out since the tum of the century with the
view to learning more about the body's electrical characteristics and
patterns of function, and some of this early work culminated in the
invention of the ECG, EEG and EMG technologies, important "linch
pina" in modem medical technology.
From one vantage point, the body can be looked at as a complex
interconnected electrical power generation, power distribution and
power use system much like that found in a modern state or province.
Thus, the circuit theory concepts of electrical engineering are rele
vant here. One imagines a type of internal "wiring" into which
organs feed a variety of current and out of which other body systems
act as electrical loads and draw current. The energy streams from a
number of organs appear to flow into one of the many internal con
ducting channels and appear to flow either to or "through" a set of
surface points. It is the degree and character of energy flow that is
correlated with the functioning condition of that set of organs and
that degree of energy flow is thought to generate the difference in
electrical' conductance between these special surface points and the
surrounding tissue. Thus, these points become information access
windows to the functioning state of specific organ and body systems.
In this paper, I wish to trace the modem development of electro
dermal instruments so that we will have a better understanding of its
origins. Unfortunately, this sketchy historical review cannot be
complete partially because many of the instruments in use have little
written documentation, nor have they been written up in the profes
sional literature. The available information can be divided into two
domains of electrodermal studies involving either macro- or micro-

course, at the moment, much research needs to be carried out to
provide the mapping transforms between the electrical signatures
determined by electrodermal measurements and the chemical pat
terns associated with various medical syndromes or health path
ologies.
At this point one might well ask, "What do I mean by electro
dermal diagnostic measurements?" In response, I would say that this
involves placing electrodes at various locations on the skin of the
body, applying a fixed voltage or electrical current between electrode
pairs for a specific amount of time and recording the response of the
body to this stimulus in the form of a current or voltage, respectively,
as a function of time. Analysis of these response magnitudes and
patterns is thought to be directly related to the state of function of
the various organs and body systems. Electrodermal studies of hu
man skin have been carried out since the tum of the century with the
view to learning more about the body's electrical characteristics and
patterns of function, and some of this early work culminated in the
invention of the ECG, EEG and EMG technologies, important "linch
pina" in modem medical technology.
From one vantage point, the body can be looked at as a complex
interconnected electrical power generation, power distribution and
power use system much like that found in a modern state or province.
Thus, the circuit theory concepts of electrical engineering are rele
vant here. One imagines a type of internal "wiring" into which
organs feed a variety of current and out of which other body systems
act as electrical loads and draw current. The energy streams from a
number of organs appear to flow into one of the many internal con
ducting channels and appear to flow either to or "through" a set of
surface points. It is the degree and character of energy flow that is
correlated with the functioning condition of that set of organs and
that degree of energy flow is thought to generate the difference in
electrical' conductance between these special surface points and the
surrounding tissue. Thus, these points become information access
windows to the functioning state of specific organ and body systems.
In this paper, I wish to trace the modem development of electro
dermal instruments so that we will have a better understanding of its
origins. Unfortunately, this sketchy historical review cannot be
complete partially because many of the instruments in use have little
written documentation, nor have they been written up in the profes
sional literature. The available information can be divided into two
domains of electrodermal studies involving either macro- or micro-

44

JOURNAL 0/<' ADVANCEMENT IN MEDICINE

FIGURE 1
The simplest frequency independent electrical equivalent circuit used
for skin measurements.
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resistance across the cells and Rl < < R..l is the resistance of the deep
tissues. If this was a true, fixed parameter, electric circuit, the appli
cation of a constant voltage Vo would lead to a current response. I(t),
like that shown in Fig. 2 where:
L" = VJR.
ioo = V.,I(R.

+~)

(la)
(lb)

and
T

= Rl~C/(Rl

+ ~)""R.C for Rl «~
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Thus io relates to deep tissue effects while i" relates to stratum
corneum effects.
&sendal [1] showed that, when a negative DC surface voltage is
applied such that a steady current is moved outwards through the
skin (cathodal current), the D.C. resistance falls, as shown in Fig. 3,
and vice versa for current moving inwards through the skin (anodal
current). The ratio of the two saturation levels of resistance can be as
large as 10:1 and the time constant for the process is many seconds
long. When the applied voltage is AC at - 1000 Hz. the impedance
slowly increases with time, but to a smaller degree than shown in
Fig. 3. Such an effect is attributed to the selective permeability
nature of the cell membranes (they pass + ve ions more easily than
- ve ions) and the short-circuit channels between the cells. At very
high frequencies, this effect will be absent because there is insuffi
cient time in a half cycle for ion transport between the cell bound-
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FIGURE 3

Time dependence of the electrical resistance, R, of the skin for a 2
volt applied DC potential (7 cm 2 of skin moistened for 20 min with
saturated KC1 solution). (Courtesy ofT. Rosendal)
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accompanied by a marked feeling of tingling in the skin which be
came stronger with increasing voltage and which is due to electrolyte
dissociation of the water molecules in the stratum corneum and the
ultimate generation of H2 gas at very high dissociation levels.
Assuming the equivalent circuit model of Fig. 1, Lykken2 applied
100 m sec voltage pulses of Vo 0.5 volts to the skin and studied the
relative contributions of the various skin layers to the parameters in
Fig. 1. By abrading the skin, he found that C was reduced to unde
tectable values and that Rl + ~ was reduced by two-thirds. There
fore, the capacitance resides in the stratum corneum for this long
time-constant process (see Fig. 3), while the major resistance is fairly
evenly divided between the stratum corneum and the deeper epider.
mal tissue. He also found that, for voltages above 2V, the resistance
was nonlinear with voltage and continued to decrease as the voltage
was increased.
Swanson and Webster obtained similar findings to Lykken by
progressively scraping away layers of the stratum corneum and found
that the electrical equivalent circuit model of Fig. 4a gave good
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match to the experimental data when they gave specific values to the
circuit parameters. Gatzke' used the model of Fig. 4b and showed
that, especially if Ag/AgCI electrodes are used, the electrode parame
ters are insignificant and the model reduces to that of Fig. 4c which
is essentially Lykken's' model except for the addition of interface
(V m(i)) and skin (V 8) potentials. He found the electrolyte character
istics to be quite important; with a high concentration (5-10%) NaCI
electrolyte, the typical resistance values will decay by a factor of 25
in about one hour; with a low concentration (0.5%) NaCI electrolyte,
very little resistance decline was noted with time.
Nagel and Tiller' found via a frequency-dependent study wherein
the real and imaginary parts of the skin impedance were plotted
(Cole-Cole plots), that skin exhibits both a high frequency (TI - 1-10
f1Sec) and a low frequency (Tn -10-100 sec) electrical equivalent
circuit in series (See Fig. 5), with the ZI and Zn parameters in Fig. 5
being diffusional admittances which are functions of frequency.
In a study of electrocutaneous stimulation, Kume and Ohzu" used
bipolar constant voltage pulse trains with ring type electrodes located
on the forearm and observed the response of the high frequency
circuit as illustrated in Fig. 6. We note that TI - 5 f1Sec in this case.
The studies of Lykken', Swanson and Webster" and Gatzke' all
FIGURES

Electrical equivalent circuit generated from skin measurements using
AC conductance techniques and complex plane analysis.
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FIGURE 7

(a) Body placement of electrodes in the Segment Electrograph tech
nique.
(b) Illustration of electrical pulse cycle on recording paper.

Right
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pulse of IS second duration, 2) a similar positive-going wave and,
finally, 3) a 26 second quiescent period at zero volts. The current is
recorded during each of the three phases and indicated in Fig. 7b.
Schimmel indicates that diagnostic information is implicit in the
following features: 1) the magnitude of the current pulse in the
stimulation phase can fall in either (a) the normal region, (b) above
the normal region (hyperfunction) or below the normal region (sub
function); 2) the shape of the current trace in the stimulation phase
and 3) the magnitude and shape of the response current phase. The
normal shape of the current trace in the stimulation phase is a
slightly curved trace at about 35 degrees to the horizontal with drop
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FIGURES
Illustration of the general types of current trace resulting from
the stimulation voltage wave: (a) normal body function, (b) sub
normal body function and (c) hyper body function.
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FIGURE 9
Illustration of the response current trace: (a) normal body function,
(b) sub-normal body function and (c) hyper body function.
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penneability selective character of the cell membranes in the skin in
various sectors of the body. The direct connection between these skin
parameters and the body's state of health is not immediately obvious.
However, the skin is one of the body's major waste disposal systems
and it is a linkage medium to various nerve endings. It is reasonable
FIGURE 11
(a) Diagram of connections for the diagnostic part of the K + F
Diatherapuncteur apparatus.
(b) Calibration curve for the above apparatus.
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Brunet" also studied the properties of these high conductivity
points. In China, many similar studies were conducted"". They
found that the location of these high conductivity points and lines
coincided amazingly well with the points and meridians of Chinese
classical acupuncture. Using a Nakatani neurometer, Matsumoto'"
showed that 80% of acupuncture points could be detected.
According to Nakatani'", acupuncture points have a low resis
tance due to the fact that excitation of sympathetic nerves had
caused enlargement and opening of the sweat and sebaceous glands
at these sites. However, others" failed to substantiate ihis proposal.
Ishikawa" claimed that the high conductivity was due to reflex
changes in subcutaneous blood vessels. However, Niboyet" found
that acupuncture points on cadavers also had the characteristic of
highest local conductivity. Others" substantiated this finding and
Shenberger" demonstrated the high conductivity characteristic on a
human subject in life, after death and after embalming.
In an attempt to quantify the conductance observations a little
better, Reichmanis, et al!" used a rolling-type probe in a 2 volt
bridge circuit and found that conductance maxima could be found
within a 1 cm 2 area surrounding the large intestine meridian on the
forearms and that more prominent maxima were located at the
acupuncture points. Wulfson 21 investigated 27 points and obtained
an average resistance of 794 ± 197 K ohms when bilaterally compared
with control points 0.25 inches away from them. The average resis
tance of the control points was 1404 ± 306 K ohms. Using a miniature
array of 36 electrodes, Reichmanis, et al.'" were able to compare both
acupuncture point and control point regions without the need to
search for the local conductance maxima. Most of the points on the
lung and triple heater meridians were shown to be statistically differ
ent from the control point. Using a special ring electrode design,
Hyvarinen and Karlsson2.1 studied conductance maxima on the ear
and found them to be a factor of 10-30 higher than the surrounding
skin. Further, assuming a skin impedance model like Fig. I, Reich
manis, et al." used Laplace transform techniques to evaluate R.. R2
and C for points H2 and H4 of the heart meridian relative to adjacent
control points. They found RIo R2 and C to be about 3-6 times lower,
1.5 to 2.5 times lower and 1 to 2 times higher, respectively, for the
acupuncture points.
All of the foregoing has dealt with electrical conductance properties
of these special points and it is perhaps not surprising to learn that
these points also have higher electrical potentials than the surround-
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apuncteur unit which is no longer being manufactured; however, it
forms the basis of all the other EAV (Voll instruments) and its func
tioning is described in Appendix A.
With the Voll dermatron, shown in Fig. 12, in the diagnostic mode,
the AP is charged with - 8-10 ItA at a DC voltage of - 1 volt. The
method of doing this is via a ball electrode contacting the skin at an
applied pressure of - 500-1400 psi, while a large cylindrical elec
trode is held in the patient's off-side hand to complete the electrical
circuit. The meter on the instrument is designed to record the skin's
electrical conductance rather than the electrical resistance. The scale
of the meter has been a<ljusted so that a reading of 50 indicates
"normal" while a reading of >50 is defined as indicating an irritated
situation with the degree of irritation increasing as the reading
increases. A reading of <50 is defined as a degenerative condition
with the degree of degeneration increasing as the reading drops.

FIGURE 12
Schematic illustration of the Voll dermatron with electrodes.
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FIGURE 13
Single electrode arrangement in the Motoyama technique, applied
voltage impulse and response current wavefonn for the system.
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eters involved in Fig. 3, because the time domains are completely
different. If one could assume constant circuit parameters for both the
low frequency (Fig. 3) circuit and the high frequency (Fig. 13) circuit,
then the value of i~ from the high frequency circuit is approximately
the value of io for the low frequency circuit. In analogy with eqs. 1,
let us use primed values to denote the value of R 1, ~ and C for the
high frequency circuit and unprimed values for the low frequency
circuit. Then, we have
BP = VclRi
AP' = V.,f(Ri + R:il
"t( = RiRiC'J(Ri + R:il "'" RiC'
for Ri « Ri
io = AP' = VclRl = V.,f(Ri + lti)
i", = V J(R I + R2 )
"til = R1ltlCJ(R I + ~) = RIC
for R\ « R2
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FIGURE 14

Generalized diagram of the ionic accumulations in the dermis and
epidermis.
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Chinese system of notation, the 12 Jing distal points indicated in Fig.
16 have been used for acupuncture point treatment for centuries and
quantitatively by Akabane since 195233,:14, and more recently by
Ionescu-Tirgoviste3ll • These points are thought to play an important
role in the "six energy axes''36, as illustrated in Fig. 17. In the
Motoyama notation, these are called the Sei points and there are 14
of them, as indicated in Fig. lB. After the electrode placement stage,
which may take - 20 minutes, the measurement stage of the 2B elec
trodes begins. The automated measurement process of all the BP, AP,
TC and IQ requires only a few minutes and the computer prints out
these values for each of the points. The computer also prints out the
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Ionescu-Tirgoviste3ll • These points are thought to play an important
role in the "six energy axes''36, as illustrated in Fig. 17. In the
Motoyama notation, these are called the Sei points and there are 14
of them, as indicated in Fig. lB. After the electrode placement stage,
which may take - 20 minutes, the measurement stage of the 2B elec
trodes begins. The automated measurement process of all the BP, AP,
TC and IQ requires only a few minutes and the computer prints out
these values for each of the points. The computer also prints out the

Schematic illustration of the six energy axes.
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standard deviations for each of these points and the changes between
the left and right side values relative to the sum of the values for the
28 points. It also prints out the body averages, left-right differences
on average, hand-feet differences on average and the average stan
dard deviation. When the values fall outside of the expected range for
a healthy person, they are "flagged" for the viewer. In a general
sense, values that are too high are interpreted to mean that the body
is in an excited state-often signalling the beginning of disease.
Values that are too low are interpreted to mean that the whole
autonomic nervous function is reduced generally through a chronic
disease.
In a more specific vein, the following are average values in adults
for the Phoenix area37 •
BPAvg
APAvg
TC Avg
IQAvg

= 1600-2000
20-30
8.5·12
3500-4000

(5)

If the patient's IQ value is high, it is thought to indicate congestion
or blockage and the higher it is, the more toxic is the condition. When
the value is low, a weakness is thought to exist in the whole reaction
of the individual. When the TC is high, the individual is thought to
be armored, stressed, chronic tightness; if it is low, the indication is
weakness. apathy, given up. If the AP is high, this is thought to
indicate an overstressed sympathetic nervous system (sweaty palms,
tight individual); if it is low, the indication is for weak defenses and
poor recoverabiIity (meditators fall here, but this is normal for them).
Finally, if the BP is high (>2100), the indications are for a mildly
toxic to a very ill condition (depends on the IQ value), perhaps an
allergy; if low « 1600), the individual is weak in overall energy and
complains of severe fatigue'7.
Reflecting on both the Voll and the Motoyama devices, the mea
surements appear to reflect classical resistance and capacitance
values and no direct electrical connection yet appears to specific inner
organs or body system. The field is in great need of such connection
delineation.
Before leaving this section, it is important to note a ml\ior differ
ence between these two techniques that has not yet been brought to
light. In the Motoyama technique the electrodes may be attached by a
nurse and the data gathered in the automatic mode to be examined
by the doctor later; i.e., the doctor need not be present when the data

standard deviations for each of these points and the changes between
the left and right side values relative to the sum of the values for the
28 points. It also prints out the body averages, left-right differences
on average, hand-feet differences on average and the average stan
dard deviation. When the values fall outside of the expected range for
a healthy person, they are "flagged" for the viewer. In a general
sense, values that are too high are interpreted to mean that the body
is in an excited state-often signalling the beginning of disease.
Values that are too low are interpreted to mean that the whole
autonomic nervous function is reduced generally through a chronic
disease.
In a more specific vein, the following are average values in adults
for the Phoenix area37 •
BPAvg
APAvg
TC Avg
IQAvg

= 1600-2000
20-30
8.5·12
3500-4000

(5)

If the patient's IQ value is high, it is thought to indicate congestion
or blockage and the higher it is, the more toxic is the condition. When
the value is low, a weakness is thought to exist in the whole reaction
of the individual. When the TC is high, the individual is thought to
be armored, stressed, chronic tightness; if it is low, the indication is
weakness. apathy, given up. If the AP is high, this is thought to
indicate an overstressed sympathetic nervous system (sweaty palms,
tight individual); if it is low, the indication is for weak defenses and
poor recoverabiIity (meditators fall here, but this is normal for them).
Finally, if the BP is high (>2100), the indications are for a mildly
toxic to a very ill condition (depends on the IQ value), perhaps an
allergy; if low « 1600), the individual is weak in overall energy and
complains of severe fatigue'7.
Reflecting on both the Voll and the Motoyama devices, the mea
surements appear to reflect classical resistance and capacitance
values and no direct electrical connection yet appears to specific inner
organs or body system. The field is in great need of such connection
delineation.
Before leaving this section, it is important to note a ml\ior differ
ence between these two techniques that has not yet been brought to
light. In the Motoyama technique the electrodes may be attached by a
nurse and the data gathered in the automatic mode to be examined
by the doctor later; i.e., the doctor need not be present when the data

heart, triple heater, spleen-pancreas, kidney and gall bladder meridi
ans. He divides cancer into seven stages by weight: cancer-free,
microgram (It), small milligram (M I), large milligram (M2) and gram
level or clinical cancer (early gram, GI, median gram, G2, and term
3
inal gram, G ). He observed a statistically significant difference
between the It gram cancer and the non-cancer groups (P < 0.001). He
also found a significant difference between the M1-Ievel cancer and
the non-cancer groups (P<O.l). In general, he felt his electrodermal
signature to be an effective early warning system for cancer detec
tion.

Summary Deductions From the Data
Aside from conductivity effects (electrolyte concentration and ion
mobility) and permeable membrane selectivity effects, which are all
localized to the epidermis/dermis region, the one special feature that
is unaccounted for is the battery-like effect of the AP's; i.e., they will
supply current to a high impedance load. Another special feature is
the enhanced positive potential of several millivolts at the AP skin
compared to surrounding skin. If one just evaluated the surface
potential based on simple diffusion of + ions from the inside of the
cell to the surface, the potential would be only - several microvolts.
Thus, for it to be as large as millivolts requires a driving field push
ing the + ions out onto the skin.
If a magnetic vector potential field, A, flowed along the meridians,
an electric field, E, would exist given by

E=

V0-,'A
~t

(6)

This additional negative field at the surface of the skin would require
a larger transfer of positive ions and a correspondingly larger surface
potential, 0, such as has been measured. The induced field indicates
that this is probably the source of the battery-like effect observed at
the AP's and points to an internal body source which may be the
organs. Interestingly enough, this same time-varying A field gives
rise to a microwave EM field passing out through the AP's and this
field could dissociate membrane-bound water molecules in the stra
tum corneum tissue to give the AP's their enhanced electrical conduc
tivity compared to the surrounding tissue. This seems to be the
connection that we need to understand better than we presently do. It
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of the loop causing the grid bias to become less negative so that the
cathode-anode current increases and is registered on the meter (see
the calibration curve of Fig. 11); 3) The smaller is the skin resistance,
the lower will be the equivalent resistance of the cathode-grid circuit
so the more positive will be the grid bias and the larger will be the
anode current registered on the meter. Thus, the meter responds in
proportion to the skin conductance so it is essentially a conductance
meter; 4) The more positive is the grid bias, the greater will be the
current flowing in the cathode-grid circuit, a part of which also flows
through the skin resistor in such a way as to make the sty lis-electrode
have a positive potential relativ~ to the hand-electrode; 5) This
anodic potential applied to the skin causes ion flow through the skin
in such a direction as to increase the skin resistance (see Fig. 3) and
sets in motion a change in grid-bias such that the cathode-anode
current in the tube decreases and an indicator drop (ID) occurs on the
meter.
It is also important to note that the effective skin resistance de
pends upon the pressure applied to the stylis-electrode and the angle
at which it is applied to the skin. In all cases, the stylis should be
applied almost perpendicular to the skin to obtain a constant elec
trode contact area. As the axial force on the contact area is increased,
the resistance decreases until a plateau is reached in the range of
0.6-1.6 Kg. Using a constant pressure electrode, when the spring
pressure was such as to fall in this range, the normal value of the
indicator meter (50 scale units) was registered for healthy subjects.

